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If it gets diﬃcult in places, well,
that’s life - there is no other way.
Richard P. Feynman

Abstract
This thesis covers two topics in biomedical electromagnetics: pacemaker lead
heating in magnetic resonance imaging (MRI) and optimization of sensor
positions in magnetic tracking.
The electromagnetic part of pacemaker lead heating during MRI is a res-
onant phenomenon which is complicated by, among other factors, the wide
range of length scales involved in the problem. In this work, the multi-scale
part of the problem is taken into special consideration during the modeling
process. The model incorporates a radio frequency coil, a human body phan-
tom, and a highly detailed model of a pacemaker system with a bipolar lead
that features helix-shaped conductors.
Several conﬁgurations of pacemaker systems exposed to MRI are mod-
eled and the results clearly show the importance of detailed lead modeling.
Furthermore, modeling of resonant structures is investigated by a compari-
son between diﬀerent modeling techniques. In addition, a meshing scheme
for thin-wire approximations of helices is proposed, evaluated, and found
to have improved convergence properties as compared to the conventional
meshing approach.
In recent years, magnetic tracking has been applied in many biomedical
settings due to the transparency of the human body to low-frequency mag-
netic ﬁelds. In this work, the sensor positions of a magnetic tracking system
are optimized by exploiting an analytical model where the transmitting and
sensing coils of the system are approximated by magnetic dipoles.
In order to compare diﬀerent sensor array layouts, two performance mea-
sures based on the Fisher information matrix are discussed and compared
for the optimization of the sensor positions of a circular sensor array. Fur-
thermore, the sensor positioning problem is formulated as an optimization
problem which is cast as a sensor selection problem. The sensor selection
problem is solved for a planar sensor array by the application of a convex
relaxation. Several transmitter positions are considered and general results
are established for the dependence of the optimal sensor positions on the
transmitter’s position and orientation.
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Part I
Introduction
1

Chapter1
Introduction
1.1 Electromagnetics in biomedical engineer-
ing
Several vital physical processes in the human body can be described with
electromagnetics. Most of these processes are related to the nervous system,
e.g. muscle stimulation, conduction of nerve signals, and detection of light
falling on the retina.
As a consequence, numerous electromagnetic techniques are used in bio-
medical engineering for both diagnostic and therapeutic purposes. Activity
of the nervous system can for example be monitored with electroencephalog-
raphy (EEG) and magnetoencephalography (MEG) for brain studies. Elec-
trocardiography (ECG/EKG) is used for investigations of the electric activ-
ity of the heart whereas microneurography enables observations of individual
nerves. Very low frequencies are employed by the abovementioned techniques
due to the chemical nature of nerve signal conduction.
Measurements of the human body’s response to external electromagnetic
ﬁelds is also fruitful. At very high frequencies, X-rays are used to image elec-
tron density. Both projection and tomographic images (computed tomogra-
phy, CT) can be obtained. Magnetic resonance imaging (MRI) constitutes
the imaging modality of choice for imaging of soft tissues. It exploits static,
low frequency and radio frequency (RF) magnetic ﬁelds to generate images
of the density of single protons (1H) which are mainly found as part of water
molecules in the body. The dielectric properties of the tissues in the hu-
man body can be imaged by impedance tomography at low frequencies and
microwave tomography at microwave frequencies. Furthermore, microwave-
based systems are investigated for stroke detection and classiﬁcation.
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There are also electromagnetic treatment modalities. Medical devices
such as pacemakers and deep brain stimulation devices (DBS) operate at
very low frequencies and are commonly used for treatment of diﬀerent cardiac
and nervous disorders. At low frequencies, magnetic tracking systems have
been introduced for positioning purposes. Radio frequency ﬁelds are used
by RF ablation devices to destroy non-wanted tissue. In the microwave part
of the electromagnetic spectrum, chemo- and radiotherapy of cancer tumors
can be enhanced by microwave induced hyperthermia. Optical techniques,
such as lasers, play an important role in, for example, eye surgery. At very
high frequencies, ionizing gamma rays are used for radiotherapy of cancer
tumors.
Clearly, electromagnetics is an increasingly important part of contempo-
rary healthcare. To further improve performance of existing techniques and
to develop new techniques, electromagnetic modeling is essential.
1.2 Electromagnetic modeling
A mathematical model serves to describe a system with mathematical con-
cepts and language. The act of creating such models is usually referred
to as mathematical modeling or simply modeling. Modeling is one of the
corner stones of modern science by enabling analysis, simulation and pre-
diction of the system at hand. For example, physical laws are models that,
in general, have been inferred from and validated against experiments and
measurements. In this thesis, we study electromagnetic phenomena modeled
by Maxwell’s equations.
Since Maxwell’s equations normally are stated in diﬀerential or integral
form, electromagnetic models are often constituted by these types of equa-
tions where one or several unknowns are sought for. Solving the equations
can in particular cases be achieved by analytical methods but in most real-
life cases numerical techniques have to be exploited. These techniques have
grown in popularity and applicability during recent years fueled by the rapid
development of computers with their, so far, continuous increase in comput-
ing power. Numerical modeling techniques are becoming cheaper and quicker
than large measurement campaigns. Furthermore, modeling may be the only
alternative in situations where measurements are deemed impossible. For ex-
ample, measurements in the human body might be feasible but at a great
risk to the patient.
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1.3 Computational electromagnetics
There are several numerical techniques which are commonly used in solving
electromagnetic problems. These techniques all rely on approximations of
the problem to solve. The exploited approximations make a speciﬁc tech-
nique better suited for a certain group of problems. However, no numerical
technique is superior to the others for all possible problems. Choosing the
proper numerical technique is one important part of the modeling process,
which also can aﬀect the modeling in itself.
Having chosen which numerical technique to use, there can still be more
approximations available that can lower the computational cost at the price
of reduced accuracy. This trade-oﬀ between accuracy and computational cost
is ever-present in numerical modeling.
Below, the three most common computational techniques for electro-
magnetic problems are presented and compared, namely the ﬁnite-diﬀerence
time-domain method (FDTD), the ﬁnite element method (FEM), and the
method of moments (MoM). An introduction to these techniques is given in
the monograph by Bondeson et al. [1].
1.3.1 FDTD
The ﬁnite-diﬀerence time-domain method exploits Maxwell’s equations on
diﬀerential form. The diﬀerential operators are approximated with ﬁnite
diﬀerences on a staggered Cartesian grid of the computational volume. A
leap-frog scheme is used for the time-stepping. The method is well-suited for
heterogeneous media and can quite easily be parallelized for GPU computa-
tions (in comparison with FEM and MoM). However, due to the Cartesian
grid, complex geometries with curved boundaries are challenging for FDTD.
See Yee [2] and Taﬂove [3] for more information on FDTD.
1.3.2 FEM
The ﬁnite element method also exploits the diﬀerential form of Maxwell’s
equations. In contrast to FDTD, FEM approximates the solution instead
of the operators. The computational volume is discretized with elements
that can have diﬀerent shapes (tetrahedra, hexahedra, etc.) and, therefore,
complex geometries and heterogeneous media can be handled well. Since
the FEM involves the solution of a large system of linear equations, the
computational cost can be signiﬁcantly higher for FEM than for FDTD for
certain problems. More information on FEM can be found in the works by
Ne´de´lec [4], Peterson et al. [5], and Jin [6].
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1.3.3 MoM
In contrast to FDTD and FEM, the method of moments exploits Maxwell’s
equations on integral form. Only boundaries between diﬀerent media need to
be discretized, which makes MoM superior to FDTD and FEM for problems
with few media, e.g. a metal object in free space. The MoM is used in
papers I and II.
The MoM exploits the so-called Green’s function which in this context
describes the electromagnetic ﬁelds from a point source. The ﬁeld generated
by sources on a boundary between two diﬀerent media is obtained by the
evaluation of a superposition integral that sums the ﬁeld contributions from
all point sources on the boundary. The distribution of sources on the bound-
ary is found by imposing that the boundary constraints must be fulﬁlled,
e.g. the part of the electric ﬁeld tangential to the surface of a perfect elec-
tric conductor must be zero. A ﬁnite element approach with suitable basis
functions turns the problem into a system of linear equations ZI = Eincident
which can be solved for the induced currents, I. The oﬀ-diagonal terms in
the impedance matrix, Z, describe the interaction between currents repre-
sented by diﬀerent basis functions. For some problems, like the problem in
paper III, these interactions can be neglected and the problem reduces to a
much simpler one.
More information on the MoM can be found in the monograph by Peter-
son et al. [5].
1.3.4 Errors and validation
Discretization errors, extrapolation and convergence
One of the approximations exploited by numerical techniques is that the
original electromagnetic problem, which is continuous in time and space,
is discretized. This approximation comes with an associated discretization
error. For a well-designed numerical technique, the discretization error de-
creases in a well-behaved way (linear, quadratic,...) when the discretization is
reﬁned. This permits the discretization error to be quantiﬁed and controlled
by the use of a so-called mesh convergence study where the same problem
is solved with a successively ﬁner discretization. Extrapolation techniques
can be used to extrapolate the results in the convergence study to zero cell
size. However, as a mesh reﬁnement comes at the cost of a larger problem,
convergence studies may be intractable for complex problems if, for example,
all computational resources are consumed already at the coarsest discretiza-
tion. An introduction to convergence studies is given in the monograph by
Bondeson et al. [1] and an example of such a study can be found in paper I.
6
1.4 Overview of the thesis
Validation
Validation of the mathematical model and the possible approximations ex-
ploited during its solution can be performed in several ways. To assess the
validity of approximations, these can be checked when a solution has been
obtained. An approximation that leads to a simpliﬁed problem may be com-
pared to the solution of the same problem without the simpliﬁcation, should
the non-simpliﬁed problem be solvable. The latter approach is exploited in
paper II.
A popular means for validation is comparison with measurements. Within
the measurement accuracy, the measurements include all relevant factors
present in the problem. However, unwanted factors may also aﬀect the mea-
surement results if the measurement setup is not properly designed. More-
over, a signiﬁcant diﬃculty is that the same situation must be measured and
modeled for the comparison to be meaningful. Uncertainties in dimensions,
positions, material properties etc. might give large discrepancies between
measurements and results from an accurate model just because the measured
and modeled situations are not identical.
1.4 Overview of the thesis
Chapter 2 gives a short introduction to MR safety whereas magnetic tracking
is introduced in chapter 3. The aims of this work are presented in chapter 4.
Part II includes papers I and II on MR-induced pacemaker lead heating
and paper III on sensor position optimization in magnetic tracking. The
technical reports (papers II and III) will constitute the basis for two journal
articles to be submitted.
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Chapter2
Pacemaker lead heating during MRI
Under controlled circumstances, the electromagnetic ﬁelds present in MRI
are not dangerous for humans. However, interaction of the ﬁelds with non-
biological objects inside or outside the human body can yield dangerous
results. In section 2.1, safety aspects of the three types of ﬁelds in MRI are
presented. MR safety of pacemaker systems is discussed in section 2.2 and
the topic of papers I and II, pacemaker lead heating, is covered in section 2.3.
2.1 Introduction to MR safety
Below, possible interactions with the human body and objects are summa-
rized for the three types of ﬁelds present in MRI: (i) the static ﬁeld, (ii) the
gradient ﬁelds, and (iii) the RF ﬁeld. A more comprehensive summary is
available in the work by Nyenhuis et al. [7]. In the following, we consider a
system with a cylindrical bore.
2.1.1 Static field
The strength of the static, or B0, ﬁeld is the main characteristic of an MRI
system. In clinics, 1.5T and 3T systems are predominant. The static ﬁeld
is directed along the symmetry axis of the cylindrical bore and it is highly
uniform at the mid-point of the bore. Close to the bore openings and outside
of the bore, the ﬁeld strength decays rapidly.
The static ﬁeld mainly interacts with objects through torques and forces.
The magnetic torque will tend to turn an object in such a way that its
magnetization is parallel to the static ﬁeld. Magnetic forces are present
where the ﬁeld varies in space and are thus strongest at the bore openings.
These forces can turn an object into a projectile that is drawn towards the
9
Chapter 2. Pacemaker lead heating during MRI
MRI machine. This can result in objects getting stuck to the MRI machine,
see the web page [8] for examples such as chairs, gurneys etc. More severely,
the ﬂying object can hit and injure staﬀ or patients. A tragic example of
this is that of a 6-year-old boy who was killed by trauma to the head from
an oxygen tank that was pulled out of the hands of a staﬀ member and
subsequently ﬂew into the bore, as described in references [9, 10].
Since both torques and forces are stronger for magnetic than non-magnetic
materials, magnetic materials are avoided in pacemaker systems. Such a de-
sign change may not be feasible for other types of implants. Magnetic materi-
als are, for example, a crucial component of the transducer in an implantable
bone-anchored hearing aid.
2.1.2 Gradient fields
The three gradient ﬁelds in MRI operate in the kHz range wherefore their
strength needs to be limited in order to avoid undesired nerve stimulation.
However, the presence of metallic implants may lead to concentration of the
induced currents which can stimulate nerves, e.g. the heart can be stimulated
by induced currents on a pacemaker lead.
In addition, since the gradient ﬁelds change with time they can cause
metallic objects, such as wire loops, to vibrate and thereby create strong
acoustic noise. The gradient ﬁelds can also couple to active medical implants
and cause device malfunction.
2.1.3 RF field
The RF ﬁeld operates at a frequency of 42.58B0MHz which for a 1.5T system
corresponds to 63.87MHz. The RF ﬁeld causes heating of the tissue in the
body and its power is therefore limited. The power absorbed by the body is
measured in W/kg with the speciﬁc absorption rate (SAR) deﬁned by
SAR =
1
2
∫
Ω
σ(r⃗ )|E(r⃗ )|2
ρ(r⃗ )
dΩ (2.1)
where σ is the electric conductivity of the tissue, E is the electric ﬁeld phasor,
ρ is the density of the tissue, r⃗ is the position vector, and Ω the region
of tissue over which the quantities are averaged. Several standards exist
which dictates SAR limits. Some of the limits set by these standards are
summarized in table 2 of reference [11].
Conducting objects, such as implants and catheters, can increase the
local heating. In essence, currents are induced on the object and charge is
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accumulated near sharp edges and corners, in particular. In the vicinity of
the accumulated charge, strong electric ﬁelds heat the tissue by Joule heating.
In particular, severe heating can occur at the ends of elongated implants such
as DBS and pacemaker leads, which is treated in section 2.3 below. A review
of heating caused by passive implants is given by Virtanen et al. [12].
2.2 Pacemaker safety in MRI
Pacemaker safety in MRI is of increasing concern to healthcare professionals.
In 2007, Martin et al. [13] stated that over 35 million MR studies were per-
formed yearly. At the same time, pacemakers and other active implantable
medical devices are used with increased frequency. These two eﬀects lead
Kalin et al. [14], who represent Medtronic which is one of the world’s largest
manufacturers of implantable cardiac devices, to estimate a “50−75% prob-
ability of a patient being indicated for an MRI over the lifetime of their [im-
plantable cardiac] device”. However, these types of implants are currently
contraindicated for MRI, i.e. patients with such an implant are not allowed
to be examined with MRI.
2.2.1 Case reports on deaths
Case reports on deaths are hard to ﬁnd. Martin et al. [13] stated that “To
date [2007], there have been at least 17 pacemaker patient deaths worldwide
thought to be attributable to MRI ” without giving any references. More re-
liable information is given by Gimbel et al. [15] from 1995 who performed a
survey where 194 cardiologists and radiologists were asked on MRI examina-
tions of pacemaker (PM) patients. In total 20 scans had been performed on
19 pacemaker patients. A majority of the patients were not aﬀected by the
scan but “One unmonitored PM patient died who was inadvertently scanned”.
Martin et al. [13] continue: “However, importantly, no deaths have oc-
curred during appropriate physician-supervised monitoring. In a recent study
by Zikria et al. [16] published in 2011, the authors review the medical litera-
ture on this topic. In total, 1419 MRI examinations are summarized by the
review, from where the authors conclude that “The data are heterogeneous
with regard to MRI being considered for patients with pacemakers, and the
beneﬁts of the imaging should outweigh the risks”.
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2.2.2 MR safe pacemaker design
Even though the medical community is starting to question the contraindica-
tion of pacemakers for MRI, there are still risks wherefore Martin et al. [13]
states that “The ideal solution would be for manufacturers to develop truly
MR-compatible devices, so that patients in need of important diagnostic MRI
information are not denied”. With the aim of satisfying this need, there are
two pacemaker systems available on the market today, which are condition-
ally safe in MRI. The Medtronic system [17] was introduced in 2008 on the
European market and in 2011 on the American market. St. Jude introduced
their system [18] on the European market in 2011. To this date it has not
been introduced to the American market. Parts of the conditions and di-
mensions of both systems are summarized in table 2.1. As can be seen in the
Medtronic [17] St Jude [18]
MRI system 1.5T only 1.5T only
Landmark Outside the zone from No limitation
vertebra C1 to T12
(approx. nose to lower
limit of the rib cage)
SAR
(whole-body) ≤ 2.0W/kg ≤ 4.0W/kg
Lead diameter 7 Fr Tip 8Fr
Body 6.6Fr
Table 2.1: Conditions and dimensions for clinically available MR conditional
pacemaker systems. (1 Fr = 1/3mm)
table, both systems are only allowed for use in 1.5T systems. The Medtronic
system excludes a large part of the torso from examination (the landmark is
the isocentre of the bore where the center of the imaging domain is situated).
This exclusion serves to reduce the power of the electric ﬁeld that couples
to the lead, which is clearly illustrated by the measurements performed by
Nordbeck et al. [19]. In contrast, the restriction on landmark position is not
present for the St. Jude system. Furthermore, the Medtronic system limits
the SAR, which in turn limits the signal-to-noise ratio and therefore the im-
age quality. Note that 4W/kg is the standard limit for MRI. Both leads are
slightly thicker than the 6Fr of standard leads.
Clearly, improvements in the design of MR safe pacemaker systems are
desirable wherefore the topic is interesting to study. In addition, there are
still numerous unsolved issues related to the lead heating phenomenon.
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2.3 Pacemaker lead heating
The most important adverse eﬀect on pacemaker systems subject to an MRI
scan is heating at the lead tip, as concluded by Go¨tte et al. [20] in their
review of the current knowledge on pacemakers and internal cardioverter-
deﬁbrillators (ICDs) in MRI: “Currently, lead heating and its related con-
sequences including the formation of oedema and/or loss of capture, seems
to be a larger problem than the device functioning in an MR environment.
Therefore, pacemaker/ICD patients cannot undergo an MRI scan safely and
on a routine basis until the problem of lead heating is resolved”. Heating of
pacemaker leads in MRI is caused by the RF ﬁeld, as stated in section 2.1.3
above.
2.3.1 Mechanism
The incident electric ﬁeld induces a current in the lead, charge is accumulated
at the lead electrodes, and strong electric ﬁelds arise in the vicinity of the
electrodes. Neufeld et al. [21] and Nordbeck et al. [22] claim that for a
lead without loops, this is mainly caused by the part of the incident electric
ﬁeld which is tangential to the lead along its length. A smaller area and
sharper end of an electrode results in a stronger electric ﬁeld wherefore an
active ﬁxation (shaped as a corkscrew that is screwed into the heart wall)
will create stronger ﬁelds than a passive ﬁxation (almost shaped as a half-
sphere) for the same accumulated charge. Confer with the limiting case of a
sharp cone as presented in reference [23]. The electric ﬁeld drives currents in
the conducting medium that surrounds the electrode which is subsequently
heated by Joule heating.
Neufeld et al. [21] state: “The distribution of the energy deposition at the
lead tip is mainly determined by the geometry and the materials of the tip
(quasi-static), whereas the energy picked up by the lead is a function of the
EM properties (full-wave) of the lead and its length.
The heating can be quite substantial: Luechinger et al. [24] measured a
temperature increase of 20 ◦C in vivo (pigs) whereas Achenbach et al. [25]
obtained an increase of 63.1 ◦C in vitro in a somewhat unrealistic worst-case
scenario.
2.3.2 Influencing factors
The heating is inﬂuenced by numerous factors [26, 27, 28, 29], including:
• RF field strength and frequency
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• Type of imaging system (coil design, open or closed bore)
• Type of imaging sequence
• Duration of imaging procedure
• Lead design
• Lead length
• Pacemaker position and lead orientation within the patient
• Lead attached to pacemaker unit or abandoned
• Patient position in the RF coil
• Patient characteristics (size etc.)
• Body structure being imaged
• Type of medical device (pacemaker, ICD)
• Respiratory phase
The heating is highly sensitive to almost all of these factors. For example,
Mattei et al. [29] investigated 374 implant conﬁgurations experimentally by
measuring the heating near the lead tip and concluded that the heating is
highly sensitive to the lead conﬁguration. Nordbeck et al. [30], who measured
the induced current in the lead for 720 implant conﬁgurations in a phantom,
also came to the conclusion that the heating is highly sensitive to the implant
conﬁguration. This can also be understood by examining the measurements
performed by Nordbeck et al. [19, 22] of the electric ﬁeld inside a standard
phantom.
2.3.3 Impact of design parameters
Numerous studies, based on experiments and/or modeling, of how the heat-
ing is aﬀected by changes in lead design parameters are available in the
literature. The main conclusions from the studies by Nyenhuis et al. [7],
Langman et al. [27], Bottomley et al. [28], Yeung et al. [31], Park et al. [32],
Mattei et al. [33], Yeung et al. [34], Armenean et al. [35], and Park [36] are
summarized below. In all of these studies, the lead is surrounded by a ﬁnite
or inﬁnite lossy dielectric unless stated otherwise. It should also be noted
that in all of the aforementioned studies where modeling has been used, the
electrode surfaces have been modeled in such a way that the coupling to the
surrounding medium is purely capacitive.
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Lead length Yeung et al. [31] described the role of the lead length as fol-
lows. The currents induced in a lead by external excitations on diﬀerent
parts of the lead will interfere with each other at the lead tip. For a uniform
excitation of a straight bare wire, this interference will be constructive for
wires shorter than λ/2 where λ is the wavelength in the surrounding medium.
However, longer wires will experience interference that also contains destruc-
tive parts and, therefore, the heating will display a maximum for a certain
wire length. This wire length is commonly referred to as the resonance or
resonant length. By considering a worst-case excitation where the phase is
such that all interference at the tip is constructive, Yeung et al. concluded
that “shorter wires are intrinsically safer than longer ones”.
The same argument was also used by Park et al. [32] to simulate worst
case heating. Bottomley et al. [28] folded back a part of a straight lead along
itself and showed that this could dramatically increase the heating from long
leads that only showed modest heating in a straight conﬁguration.
It must be stressed that for leads which consist of more than a straight
wire, the resonant length does not only depend on the wavelength of the RF
ﬁeld in the surrounding medium. Or, as stated by Park et al. [32]: “The
so-called resonant length is thus a function of the construction methodology
of a medical lead and can not simply be assumed to be one-half of the RF
wavelength in the body”. This was also concluded by, among others, Mattei
et al. [33] and is discussed further below.
Lead diameter Yeung et al. [34] modeled straight wires in an inﬁnite
homogeneous medium that were excited by a uniform excitation along the
wire. By increasing the wire diameter, the heating at the wire end was
reduced but there was no change in resonance length. This was conﬁrmed by
Armenean et al. [35] who performed measurements of the heating near the
end of a straight wire in air with its end inserted in a dielectric material.
Bottomley et al. [28] argued that a larger lead diameter for leads with
helical conductors could reduce the heating by means of allowing for smaller
pitch angles.
Insulation Park [36] simulated straight wires with bare ends and found
that an increase in insulation thickness resulted in longer resonance lengths
and increased heating at the lead tip. Similar results were obtained from the
simulation and measurements of straight leads by Bottomley et al. [28] who
also stated that an increase in insulation thickness not only increased the
heating at the lead electrodes but also reduced it along the lead.
Yeung et al. [34] performed simulations of straight wires in an inﬁnite ho-
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mogeneous medium. The wires were completely insulated, i.e. they had no
bare electrodes. By increasing the permittivity of the insulation, they found
that the resonance length was reduced and that the heating was slightly re-
duced. Similar results were obtained by Park [36] for straight wires with
bare ends. Nyenhuis et al. [7] explained this as follows: The insulation per-
mittivity is largely inferior to the permittivity of the surrounding tissue and
λ ∝ 1/√εr where εr is the relative permittivity of the medium. An increase
in insulation permittivity or a decrease in insulation thickness will lead to an
increased apparent permittivity around the wire. Thus, the resonance length
is decreased.
Fixation modality Mattei et al. [33] performed heating measurements in
vitro on 30 clinical leads from diﬀerent manufacturers. The standard ASTM
phantom with a straight lead was used as well as an human-shaped phantom
with two clinical lead paths, one with the pacemaker in the left pectoral re-
gion and one with the pacemaker in the right pectoral region. In addition,
for each pacemaker position the lead path ended in either the atrium or the
ventricle. Leads with active ﬁxation (metal corkscrew) were found to gener-
ate signiﬁcant higher heating than the leads with passive ﬁxation (rounded
tip and tines). The diﬀerence was shown to be statistically signiﬁcant for the
SAR but not for the temperature. However, several leads with active ﬁxation
heated less than some leads with passive ﬁxation so the trend is strong but
not absolute.
Number of conductors From their in vitro measurements on 30 clinical
leads, Mattei et al. [33] found that bipolar leads (two conductors) heated
more than unipolar leads (one conductor) although the diﬀerence was sta-
tistically signiﬁcant only for ventricular implants. They also found that for
some bipolar leads, and notably two of the three examined ICD leads, heating
was more important at the ring electrode than at the tip electrode.
Number of filars Bottomley et al. [28] argued that a higher number of
ﬁlars would generate more heat due to the associated increase in pitch angle,
which is due to physical constraints.
As stated on the Medtronic webpage [37], a reduction from four to two
ﬁlars in the inner conductor rendered a standard lead conditionally MR safe.
In addition, the wire and helix diameters of the inner conductor were in-
creased slightly to ensure proper torque transfer to the active ﬁxation of the
lead.
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Tip area Mattei et al. [33] could not establish any relation between tip
area and SAR from their in vitro measurements on 30 clinical leads.
Lead impedance Bottomley et al. [28] concluded from measurements and
simulations that an increased total lead impedance reduces the heating ∆T
at the lead electrodes. They also established the relation ∆T ∝ R−2 by
measurements on a straight lead, where R is the total lead resistance.
Along the same line, the highest SAR measured by Mattei et al. [33]
was obtained for some of the leads in the study with lowest tip resistance.
However, there were also leads with similar tip resistance that generated
among the lowest SAR values of the study.
Termination Langman et al. [27] measured heating of active ﬁxation,
bipolar pacemaker leads of diﬀerent lengths in a cylindrical phantom de-
signed to generate a uniform excitation along the lead. The leads were either
attached to a pacemaker, capped with a plastic cap or abandoned in the
phantom gel. Thus, the two conductors were connected through the elec-
tronics of the pacemaker, a short circuit, or the dielectric gel respectively.
For clinical lead lengths (40 − 60 cm), the abandoned leads showed greater
lead tip heating than the pacemaker-attached leads.
Mattei et al. [33] stated that their results were in agreement with the
ﬁndings of Langman et al.
Helix winding and pitch angle Bottomley et al. [28] performed simu-
lations and measurements on leads with one helix-shaped conductor. For
straight leads, they found that the heating decreases, in general, when the
pitch angle decreases and they explained this by the associated increase in
lead inductance. However, there are results from their measurements that
do not adhere to this behavior. Furthermore, a triple-layer coaxial lead was
tested and showed signiﬁcant heating. Bottomley et al. concluded by stating:
“piling on windings is no guarantee of MRI safety”.
By dividing the lead in short triple-layer segments, Bottomley et al. cre-
ated leads with four ﬁlars that did not heat more than 1 ◦C in either straight
or fold-back conﬁgurations.
2.3.4 Measurements and countermeasures
Heating measurements are usually performed with ﬂuoroptic temperature
probes in a phantom ﬁlled with a gelled saline. The test standard ASTM
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F2182-09 [38] summarizes the main results regarding experimental proce-
dures available in the literature. The strong electric ﬁelds are highly local-
ized as discussed above. Although the resulting heating has a much smoother
appearance in space than the electric ﬁelds, great care must be taken when
positioning the temperature probes as shown by Triventi et al. [39] and Mat-
tei et al. [40].
To counteract excessive heating several techniques have been suggested.
Bottomley et al. [28] proposed intricate winding schemes for the lead conduc-
tors and also listed previously proposed solutions. In the available clinical
systems the number of ﬁlaments in the inner conductor was reduced in the
Medtronic system [17] from 4 to 2. The design solution used in the St. Jude
system [18] is not publicly available.
A technique to reduce the heating without altering the lead design was
proposed by Eryaman et al. [41] whose idea was to reduce the electric ﬁeld
strength along the lead path by modifying the feeding of the RF coil. Fur-
thermore, Overall et al. [42] exploited the fact that there is no magnetic
resonance excitation if the polarization of the RF signal is reversed whereas
the induced currents in an elongated implant does not depend on this polar-
ization. Based on this, a technique for estimating the heating potential was
proposed by performing a low-power pre-scan of the patient exploiting an
RF ﬁeld with reverse polarization. However, Eryaman et al. [43] commented
on a special case where the method proposed by Overall et al. did not work
eﬃciently, i.e. the induced current in the lead diﬀered substantially between
the forward and the reverse polarization.
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Optimization of sensor positions in
magnetic tracking
3.1 Biomedical applications of magnetic
tracking
Magnetic tracking systems determine the position and/or orientation of a
device based on its interaction with low-frequency or static magnetic ﬁelds.
Since the human body is transparent to these ﬁelds, magnetic tracking sys-
tems do not suﬀer from interference by the human body, nor do they need
to consider variations between patients. Therefore, magnetic tracking sys-
tems are attractive for biomedical applications. For example, Plotkin et
al. [44] used a magnetic tracking system for eye tracking in order to diag-
nose Me´nie`re’s disease, Yang et al. [45] exploited magnetic tracking for the
tracking of a wireless capsule endoscope in the gastro-intestinal tract, and
Biosense Webster [46] sells a catheter tracking system based on magnetic
tracking.
In this thesis, we focus on the magnetic tracking system described by
Iustin et al. [47], which is used for real-time organ-positioning during radio-
therapy of prostate cancer tumors. The prostate is continuously changing
position within the body due to contractions of the breathing muscles, bowel
movements etc. Therefore, a margin of healthy tissue surrounding the tumor
is irradiated to ensure that the entire tumor is treated. If the tumor position
was known exactly in real-time, the radiation dose could be increased which
could result in a shorter, more eﬃcient treatment with less side-eﬀects. The
positioning system consists of a transmitter that is implanted near the tumor,
an external sensor array, and a data processing unit.
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3.2 Positioning procedure
In general, magnetic tracking systems estimate the unknown parameters
p ∈ Rp of the tracked device (position and/or orientation) by minimizing
the misﬁt between the values measured by the system fmeas and the values
obtained from a model of the system fmodel(p) by varying p in an organized
way. That is, the optimization problem
minimize
p
J [fmeas, fmodel(p)] (3.1)
is solved for p where J is a cost function(-al) that quantiﬁes the diﬀerence be-
tween its arguments. For example, the system presented by Plotkin et al. [44]
exploits a system model based on the Biot-Savart law and the Levenberg-
Marquardt algorithm for the solution of the optimization problem whereas
Paperno et al. [48] modeled the coils in the system by magnetic dipoles. In
contrast, Iustin et al. [47] exploited a surrogate model based on measurements
as system model.
3.3 Optimization of sensor positions
The performance of a measurement system can be improved by the addition
of additional sensors. However, this can be prevented by the associated in-
crease in system cost, longer data processing times, and physical constraints.
Therefore, it is important to collect as much information as possible with
the available sensors. The sensors’ positions constitute one important factor
when the maximization of collected information is sought.
3.3.1 Performance measures
A prerequisite for sensor position optimization is the ability to quantify the
performance of the system. In general, magnetic tracking systems are mod-
eled with models that are non-linear in the transmitter coordinates. A ﬁrst
order approximation of the impact of measurement noise can be obtained by
linearizing the system model around a point of interest p0. If the gradient
∇pfmodel(p0) is small (in some sense), the measured value hardly changes
when p changes. Conversely, measurement noise can change the measured
signal quite substantially and will thereby cause a large error in the estimated
parameters. Therefore, a sensitive measurement system is characterized by
large values (in some sense) of the gradient ∇pfmodel(p0). Thus, the mea-
surement system is sensitive to changes in p and robust to measurement
noise.
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Assume that we have N rec sensors, let V(p0) = f
model(p0) ∈ RNrec , and
let G ∈ RNrec×p denote the sensitivity matrix
∇pV(p0) = G =

∇pV1(p0)T
∇pV2(p0)T
...
∇pVNrec(p0)T
 (3.2)
where aT denotes the transpose of a. If the measurement noise is Gaussian
and independent between the measurements, the uncertainty of the estimated
parameters is governed by the so-called Fisher information matrix
M = GTG =
Nrec∑
i=1
Mi =
=
Nrec∑
i=1

(
∂Vi
∂p1
)2 (
∂Vi
∂p1
)(
∂Vi
∂p2
)
. . .
(
∂Vi
∂p1
)(
∂Vi
∂pp
)
...
...(
∂Vi
∂pp
)(
∂Vi
∂p1
) (
∂Vi
∂pp
)(
∂Vi
∂p2
)
. . .
(
∂Vi
∂pp
)2

(3.3)
where p0 = [p1, p2, . . . , pp]
T . This follows from the Crame´r-Rao inequality,
see [49],
cov pˆ ≽M−1 (3.4)
which gives a lower bound1 for the covariance of the estimated parameter
pˆ for an unbiased estimator. For a certain noise level c, the quadratic form
{xTM−1x : ||x|| = c} describes an uncertainty ellipsoid in the parameter
space centered around the true value.
The Fisher information matrix M depends on the sensor positions via
the system model V. An optimization problem for the sensor positions can
now be formulated: maximize (in some sense) M by changing the sensor
positions. The crucial term here is in some sense. Usually, a real-valued
function Ψ(M) is maximized. There are a multitude of such functions in the
literature, see for example Ucinski [50] and Atkinson et al. [51].
The information above belongs to the ﬁeld of optimal measurements.
Apart from the references given above, more information on this topic can
be found in the monograph by Pukelsheim [52] as well as in paper III.
1The notation A ≽ B denotes that A−B is positive semi-definite.
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3.3.2 Example problem
The magnetic ﬂux density B⃗ from a magnetic dipole with magnetic moment
m⃗ in free space is given by [53]
B⃗ =
µ0m
4πR3
(
Rˆ 2 cos θ + θˆ sin θ
)
(3.5)
where µ0 is the permeability of free space, m is the value of m⃗, R⃗ is distance
vector from the dipole to the ﬁeld evaluation point, θ is the angle between
mˆ and R⃗, and hats denote unitary vectors.
Now, consider a simpliﬁed setting where we only consider the xz-plane.
Let a transmitting coil modeled by a magnetic dipole be situated at
(0, 0, ztrans). Furthermore, let its magnetic moment m⃗trans make an angle
θtrans to the positive z-axis such that m⃗trans is parallel to zˆ when θtrans = 0
and parallel to xˆ when θtrans = π/2.
From equation 3.5 we can now obtain the expression for the magnetic
ﬂux density in a point R⃗rec = (xrec, 0, zrec) as
B⃗(R⃗rec) =
µ0m
4πR5
[
xˆ
(
2x2rec sin θtrans + 3xrec(zrec − ztrans) cos θtrans
− (zrec − ztrans)2 sin θtrans
)
+ zˆ
(
2(zrec − ztrans)2 cos θtrans + 3xrec(zrec − ztrans) sin θtrans
− x2rec cos θtrans
)]
(3.6)
where R = [x2rec + (zrec − ztrans)2]1/2. For a coil positioned at R⃗rec with radius
arec, Nturns turns, and magnetic moment parallel to zˆ, the induced voltage is
V = −jωΦ = −jωπa2recNturnsB⃗(R⃗rec) · zˆ (3.7)
which is equivalent to
V = −jωπa2recNturns
µ0m
4πR5
[
2(zrec − ztrans)2 cos θtrans
+ 3xrec(zrec − ztrans) sin θtrans − x2rec cos θtrans
]
.
(3.8)
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When the derivatives with respect to ztrans and θtrans of V have been calcu-
lated, the Fisher information matrix can be formed as
M =
Nrec∑
i=1
Mi =
Nrec∑
i=1
 ( ∂Vi∂ztrans)2 ( ∂Vi∂ztrans)( ∂Vi∂θtrans)(
∂Vi
∂θtrans
)(
∂Vi
∂ztrans
) (
∂Vi
∂θtrans
)2
 (3.9)
where each Vi comes with its associated xrec, zrec and R. From equation (3.9),
we see that at least two receiving coils are needed to obtain a matrixM with
full rank, i.e. we need at least two independent measurements to estimate
two parameters.
From equation (3.8), we can compute the positions where the induced
voltage in the sensing coil is zero. These positions fulﬁll
tan θtrans = −1
3
(
2(zrec − ztrans)
xrec
− xrec
(zrec − ztrans)
)
. (3.10)
The corresponding values of θtrans have been plotted as a function of xrec in
ﬁgure 3.1 for the case zrec = 0.
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Figure 3.1: Transmitter angles θtrans for which the induced voltage in zero in a
receiver coil positioned at (xrec, 0, zrec) for the case zrec = 0. Note
that the x-coordinate of the receiving coil has been normalized
with ztrans.
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Aim and overview of this work
4.1 Electromagnetic modeling of pacemaker
lead heating during MRI
Numerical modeling of pacemaker lead heating during MRI can have several
advantages as compared to experiments. Numerical models can take the hu-
man body into account, something that is diﬃcult and potentially dangerous
to the subject in an experimental setting. Modeling can also provide infor-
mation which can be diﬃcult to measure, for example the induced currents
on the lead. In addition, modeling can prove useful as a tool for lead de-
velopment as numerous designs can be tested in an automated way without
having to be individually constructed. In contrast, extensive measurement
campaigns can be both expensive, time-consuming and diﬃcult.
Previous modeling available in literature has focused mainly on the chal-
lenges associated with variations between examinations (e.g. Park et al. [54])
and the heterogeneous nature of the human body (e.g. Mattei et al. [55]).
The multi-scale part of the problem was addressed by Neufeld et al. [21] who
simulated a lead comprising one single helix. However, their choice of FDTD
as computational technique limited them from investigating more complex
leads at a reasonable computational cost. Nevertheless, modern pacemaker
leads are much more complicated than the single-helix model by Neufeld et
al. as they often include two conductors consisting of several ﬁlars each. As
shown by the experiments by Bottomley et al. [28], the lead winding has
signiﬁcant impact on the heating. Thus, the inclusion of ﬁne lead details,
such as ﬁlars, in the computational models is crucial in order to access the
advantages of numerical modeling.
In this work, we develop a computational model for pacemaker lead heat-
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ing during MRI with the aim of accurately representing the multi-scale part
of the problem. The main eﬀort is spent on detailed modeling of the pace-
maker lead where the helix-shaped conductors of the lead are modeled with
thin-wire segments.
Paper I introduces a ﬁrst version of the model whereas the complete
model is presented and exploited in paper II. A new meshing scheme for
helix-shaped conductors is introduced in paper I and its performance is eval-
uated by means of a convergence study as discussed in section 1.3.4 above.
To further analyze the proposed model, paper II includes a study on the
accuracy of the thin-wire approximation when used to model helix-shaped
resonant structures.
One limitation of this work is that the computational results have not
been compared to experimental data. As described in section 1.3.4, such
a comparison is important and also diﬃcult. Neufeld et al. [21] compared
simulation results to measurements from a fully controlled experiment that
included a custom made RF coil and very accurate positioning (< 0.2mm)
of the temperature probes. The simulation results deviated less than the
measurement uncertainty of 17% from the experimental results.
4.2 Optimization of sensor positions in mag-
netic tracking
Higher accuracy can in general be achieved by increasing the number of sen-
sors in a measurement system such as a magnetic tracking system. However,
constraints in terms of system cost, size, and processing time can limit the
number of sensors. Therefore, it is important to maximize the information
provided by the sensors. Especially as there are situations where badly placed
sensors can render the estimation procedure impossible.
Our overall aim is to optimize the sensor positions of the magnetic track-
ing system described by Iustin et al. [47]. Previously, Shafrir et al. [56]
optimized the sensor positions of a magnetic tracking system designed for
tracking of the human eye. The optimization was divided in two steps: one
outer and one inner. The outer optimization sought to maximize the perfor-
mance of the system by changing the sensor positions. The associated cost
function was based on the results of the inner optimization. This optimiza-
tion was designed to ﬁnd the position within the measurement domain with
the worst system performance. For each of the investigated positions in the
inner step, 1000 runs of the positioning algorithm was run. As this procedure
is time-consuming, there is a need for more elaborate performance measures.
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In this work, presented in paper III, we use theory from the ﬁeld of
optimal measurements to formulate performance measures that can be used
for comparison between diﬀerent sensor array layouts. A dipole-based model
of a generic magnetic tracking system is established and used in conjunction
with the performance measures for the optimization of planar sensor arrays.
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